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The properties of cold-worked Fe-13Mn-1.2C steel, as candidate material for
scaﬀolding and stenting applications, have been investigated. The study of the
electrochemical corrosion susceptibility of Fe-13Mn-1.2C alloy in protein bearing
and non-protein bearing physiological solutions, revealed that there were no
diﬀerences between the as-received, 10% and 20% cold worked Fe-13Mn-1.2C
samples. Although protein addition reduces the overall corrosion rate in static
immersion degradation tests for both the cold worked and non-cold worked
alloys, there were no discernible diﬀerences in the corrosion rates of samples
with diﬀerent percentages of cold work deformations. Similarly, potentiodynamic
testing showed no diﬀerences between the corrosion rates in solutions with and
without protein addition. Atomic absorption spectroscopy (AAS) resultsdpost
static immersiondshowed similar values of Fe and Mn concentrations in the.e00926
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Grain Average Misorientation (GAM) and deformation twins within the steel, and,
consequently, this led to an increase in the elastic modulus. Hence, cold-rolling may
be used to achieve smaller sections (volumes) in order to support the equivalent
load of the non-cold worked counterpart, giving a larger surface area to the
volume ratio, thereby increasing the corrosion rate, and, in turn, rendering the
degradation process shorter. When considering cytocompatibility in vitro, the
collected supernatant particulate free Fe-13Mn-1.2C steel electrolytes were seen
to be equally cytocompatible with no diﬀerences being observed between the
diﬀerent percentage cold work conditions. The presence of solid 80 mm size
particles in the seeded elutions were seen to change the results and render the
Fe-13Mn-1.2C steel non-cytocompatible.
Keywords: Materials chemistry, Electrochemistry, Analytical Chemistry,
Metallurgical engineering, Mechanical engineering, Materials science
1. Introduction
In recent years, a number of studies have presented the viability of using Fe-Mn
based alloys for biomedical applications [1, 2]. These alloys have shown great po-
tential in applications for biodegradable implant material. The majority of research
has been focused on the use of this alloy in the construction of biodegradable cardio-
vascular stents. However, in recent years a new interest has risen in the use of Fe-Mn
based alloys for biodegradable orthopaedic applications as suggested by Heiden
et al. [3].
Biodegradable scaﬀolds and stents are a paradigm shift in the prosthetics industry
owing to the market requirement to ﬁnd an alternative to permanent prosthetics,
which often require removal and revision surgery. These procedures often have per-
sonal, social and economic implications, which compromise the patient’s quality of
life. Traditionally, highly corrosion resistant materials such as AISI 316L, cobalt
chromium alloys, nickel titanium (Nitinol), and titanium alloys amongst others,
have been used for permanent prosthetics [4, 5, 6, 7]. The ﬁrst materials developed
for bioresorbable prosthetics were polymers and bioresorbable ceramics. The most
prominent polymeric materials studied were poly-l-lactic acid (PLLA) and poly (lac-
tic-co-glycolic acid) (PLGA) based polymers. Polymers exhibit excellent bio-
resorbability through the process of hydrolysis, which causes structural and
chemical decomposition. Hydroxyapatite and b-TCP are, by far, the most favoured
biodegradable ceramic materials. Bioresorbable ceramics are composed of bioactive
inorganic materials, which, in turn, are capable of interacting with physiological
ﬂuids and bonding to bone through the formation of bone-like hydroxyapatite layers.
This leads to broad biocompatibility of the scaﬀold and the resultant impliedon.2018.e00926
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both polymers and ceramics suﬀer from poor mechanical properties and inadequate
degradation rates [8], and for these reasons, researchers are now focusing more on
biodegradable metals as solutions to biodegradable scaﬀolds. The most studied alloy
systems include the Fe-based and the Mg-based alloys [1, 9, 10]. Magnesium cor-
rodes too quickly to provide satisfactory performance in vivo [11, 12] as it degrades
faster than the average bone growth [13]. It is for this reason that a switch to iron-
based alloys has been considered.
Hermawan et al. [1, 9, 14, 15] were the ﬁrst to investigate the eﬀects of alloying on
iron-based biodegradable stents. Numerous studies have been carried out to choose
the optimum alloying element. Manganese and nickel had been identiﬁed as the two
most promising alloying elements since both are austenite stabilisers in Fe-Mn-C al-
loys, thus enabling the development of antiferromagnetic alloys, which are compat-
ible with magnetic resonance imaging (MRI) [16]. Manganese additions were
deemed superior to nickel due to the latter being known to be carcinogenic when
released into the in vivo environment as also classiﬁed by the International Agency
for Research on Cancer (IARC) [15]. In contrast, manganese is an essential trace
element found in the human body [17, 18]. Nevertheless, manganese additions cause
a deterioration of the cytocompatibility of the alloy within an in vitro medium. Con-
centrations of Mn and Fe-Mn powder have shown to decrease metabolic activity [1],
although the ﬂux of ions released from Fe-Mn alloys in physiological solutions
in vitro have been shown to fall below the threshold for human toxicity [14].
Fe-Mn alloys are generally known to degrade through a uniform corrosion mecha-
nism. Corrosion is initiated at grain boundaries due to the potential diﬀerence, which
exists between the grains and the grain boundaries [14]. This is opposite to what is
recorded to occur in pure Fe where the resulting grain boundaries are more corrosion
resistant than the grains [19, 20]. In literature, experiments have often been carried out
at elevated partial CO2 pressures in order to mimic the CO2 concentrations in vivo [2].
This gives rise to the formation of MnCO3 crystals, which settle on the surface of the
Fe-Mn-C alloy [2]. Since MnCO3 is insoluble, the formation of a manganese carbon-
ate layer reduces the number of Mn ions present in the solution [2].
The aim of this work was to study the in vitro response of an Fe-13Mn-1.2C alloy
with regards to corrosion and cytocompatibility, to investigate the dependence of
these parameters on the microstructure and texture achieved after cold rolling to
several degrees. These results were then used to assess the viability of the alloy’s
application as a material for biodegradable scaﬀolds and stents.
Literatures [9, 21, 22] show that iron-based alloys used in the orthopaedic environ-
ment suﬀer from a degradation rate, which is too low to meet the bone healing time
of approximately 6e18 months [23]. In order for the resorbable implant to be suc-
cessful in vivo, a reduction must be achieved in the degradation time, whilston.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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Fe-Mn alloys has been shown to approximately double the corrosion rate [9] and to
enhance the mechanical properties [24] of the alloy compared to the non-cold rolled
alloy, and has been thus hypothesised to have the same eﬀect on the Fe-13Mn-1.2C
alloy used throughout this work. This increase in corrosion rate is attributed to the
fact that cold rolling applied to Fe-Mn alloys generally leads to the transformation
of the austenite (g) phase to a martensite (ε) phase. A bi-phasic morphology then
causes an increase in the corrosion rate by means of micro-galvanic corrosion accel-
eration [9].
The degradation time frame may also be indirectly reduced by virtue of the amelio-
rated mechanical properties imparted to the alloy. Yanushevich et al. [24] investi-
gated the eﬀect of unidirectional cold rolling on recrystallization and tensile
behaviour of Fe-17Mn-1.5Al-0.3C twinning-induced plasticity (TWIP) steel. They
showed that this cold deformation process caused an increase in dislocation density
and led to the development of deformation twins and shear bands. The improved me-
chanical properties allows for lower volumes and smaller sections to be used within
the in vivo orthopaedic and/or hematologic environment, thus increasing the surface
area to volume ratio and also decreasing the mass of the material to be degraded.
The Fe-13Mn-1.2C alloy is a novel material in the ﬁeld of biomedicine and, to the
best of the authors’ knowledge, has never been characterised before. The higher per-
centage of carbon allows the alloy to retain a 100% austenitic structure while having
far less manganese than the commonly used Fe-30Mn and Fe-35Mn alloys [14, 25].
The reduced percentage of manganese within the alloy would lend itself well to
reduced ionic percentages of manganese at the site of implantation during resorption,
possibly allowing for better cytocompatibility. Thus, an increase in the corrosion
rate, when compared to pure iron, should be recorded as a result of increased man-
ganese content and the induced microstructural changes achieved by cold rolling.
This is realised while also improving the cytocompatibility of the alloy by virtue
of the reduced number of manganese ions eluted.
The hypothesis is that cold rolling applied to an Fe-13Mn-1.2C alloy may decrease
the degradation time frame of the parent non-cold rolled alloy whilst retaining its
cytocompatibility.
This work presents novel results with regards to the Electron Backscatter Diﬀraction
(EBSD) characterisation of a unidirectional rolled Fe-13Mn-1.2C alloy. It also pre-
sents a study of the change in the mechanical properties due to the mentioned defor-
mation. The presented microstructural changes are also related to the degradation
rate of the cold rolled Fe-13Mn-1.2C alloy in protein bearing and non-protein
bearing physiological media in a CO2 rich atmosphere. Much like other works in
literature, the cytocompatibility of elutions obtained from in vitro corrosion are stud-
ied. However, this work goes beyond simple ionic elutions to also include elutionson.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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mise the speciﬁc corrosion mechanism, which causes most harm when implanted
in vivo.2. Materials and methods
The Fe-13Mn-1.2C Hadﬁeld steel used throughout this work was supplied by Polstar
Metals Inc. (Ontario, Canada) in the form of 2 mm thick hot rolled plates in the an-
nealed, quenched and austenitic state. The composition can be found in Table 1. The
material was cold rolled to achieve 10% and 20% thickness reductions as described
in Table 2. The thickness reduction was obtained by unidirectional rolling.2.1. Microstructural evaluation
X-Ray diﬀractometry was carried out using a D8 Advance diﬀractometer (Bruker,
USA) with a copper (CuKa) radiation (l ¼ 0.154 nm) source. The disk-shaped sam-
ple analysed was cut to a diameter of 25 mm and prepared by sequential grinding and
polishing steps to a ﬁnish of 0.02 mm, using OP-A suspension (Struers, Denmark).
The scanning range was set to cover 2q angles between 40 and 100 with a step size
set to 0.02 and a scan speed of 0.5/min.
As well as grain size and distribution, EBSD analyses were also carried out to char-
acterise the microstructural texture and misorientation. These were carried out in
the planes parallel (Surface ‘A’, Fig. 1) and normal (Surface ‘B’, Fig. 1) to the
plane of the rolling direction of the FMC00, FMC10, and FMC20 samples. The
texture study was carried out using a Field Emission Scanning Electron Microscope
(FeSEM) (Merlin Gemini II, Carl Zeiss, Germany) ﬁtted with an EBSD/EDX de-
tector (EDAX, Ametek, Japan). The sample was tilted at 70 with respect to the
EBSD detector to maximise the Kikuci lines’ intensity. The working distanceTable 1. Nominal elemental composition of Fe-13Mn-1.2C in wt. %.
Element Mn C Si P S Fe
Composition 11e14 1e1.3 0.6 0.05 0.04 Balance
Table 2. Abbreviated sample names and their features.




FMC00 0 2.0  0.1 2.0  0.1
FMC10 10 2.0  0.1 1.8  0.1
FMC20 20 2.0  0.1 1.6  0.1
on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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Fig. 1. Schematic of main directions. Type ‘A’ and type ‘B’ specimens have their longitudinal axes par-
allel to the rolling direction (RD t Surface ‘B’) and transverse direction (TD t Surface ‘C’), respec-
tively. Both their normal surfaces can be described by the normal direction (ND t Surface ‘A’).
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nA, respectively. The EBSD analyses were carried on an area of 220  220 mm
with the step size set to 0.12 mm. Prior to orientation mapping, a clean-up proced-
ure was applied using EBSD analysis software (TSL OIM, Ametek, Japan) based
on grain dilation, where a minimum tolerance angle of 5 and a minimum grain
size of two points were set. The minimum grain size deﬁnes the number of scan
points before a group of neighbouring and similarly oriented points is identiﬁed
as a grain. It was noted that after the post grain dilation procedure, the amount
of data modiﬁed was less than 10%.2.2. Mechanical testing
Tensile testing was performed using an Instron 8400 tensile tester (Instron, USA)
following standard ASTM E8M-04: Standard Test Methods for Tension Testing
of Metallic Materials [Metric]. The samples were cut using wire electrical
discharge machining to speciﬁcations in ASTM E8M-04 in a direction parallel
to the rolling (type ‘A’ tensile test specimens, Fig. 1) and perpendicular to the
rolling (type ‘B’ tensile test specimens, Fig. 1). The cross-sectional area of the
sample mid-section was then measured at ﬁve points using a micrometre screw
gauge. The samples were then loaded in the tensile tester in such a way as to
clamp 80  5% of the end tabs taking care not to clamp the ﬁlleted section.
The loading rate was then set to 1.15 MPa/s until the yield point was reached
and a deformation rate of 0.05 mm/min after the yield point. The load and exten-
sion data were then recorded.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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Nano-indentation was performed using a nano-hardness platform (Micromaterials,
UK) with a Berkovich indenter using load-controlled indentation at a maximum
load of 50 mN on a 25 mm disk sample ﬁnished to a 0.02 mm polish with indents
being produced on Surface ‘A’ (Fig. 1). Ten indents were performed per sample con-
dition and tests were carried out at 24 C. The indenter was brought into contact with
the sample at a maximum contact velocity of 0.5 mm/s. The initial contact force was
0.1 mN and this was increased at a loading rate of 0.4 mN/s to reach the required
force. Upon reaching the pre-set load, it was held for ﬁve seconds e thus allowing
for creep e and then the load was removed at an unloading rate of 0.5 mN/s. The
nano indentation data was then used for determination of the hardness of the alloy.2.4. Electrochemical testing
Two kinds of electrochemical tests were performed; potentiodynamic tests (PDT)
and static immersion degradation tests (SIDT). The solutions used for these tests
are described in Table 3, which reports the exact composition of each medium.
Two media were used for the static immersion and potentiodynamic test; the ﬁrst
was an electrolyte, based on a modiﬁed Hank’s solution (HS), and the second one
was composed of the same Hank’s solution but including bovine serum albumin
(HS þ BSA).
Potentiodynamic testing was performed on 25 mm disks ﬁnished to a 0.02 mm polish
using a Gamry Ref 600 Potentiostat (Gamry, USA) setup in a three-electrode conﬁg-
uration. The reference electrode consisted of a standard calomel electrode (SCE) in-
side a luggin capillary probe, while a platinum electrode was used as a counter
electrode with the test samples acting as the working electrode. Each materialTable 3. Electrolytes used for electrochemical corrosion tests.
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lutions were prepared as per the previous experiments in literature [2].
A working area of 1 cm2 was exposed to 300 mL of solution and a solution temper-
ature of 37  1 C was maintained for the duration of the potentiodynamic test. The
open circuit potential (OCP) was left to stabilise for 1 hour and was followed by a
potentiodynamic sweep from -100 mV versus OCP to -400 mV versus SCE refer-
ence at a scan rate of 0.167 mV/s. Testing was carried out in accordance with
ASTM G59: Standard Test Method for Conducting Potentiodynamic Polarization
Resistance Measurements. Five repeats e spread out over seven days e were per-
formed for each sample condition in order to be able to extract statistical
conclusions.
The corrosion rate was calculated according to ASTM G102-89: Standard Practice
for Calculation of Corrosion Rates and Related Information from Electrochemical
Measurements using Eq. (1).
CR¼ 3:27 103 icorrEW
r
ð1Þ
where CR is the corrosion rate (mm/year), icorr is the corrosion current density (mA/
cm) deduced from Tafel curves, EW is the equivalent weight (27.92 g/eq for the Fe-
13Mn-1.2C alloy) and r is the density (7.63 g/cm3 for Fe-13Mn-1.2C) of the alloy.
The tested coupons tested were then rinsed in ethanol in an ultrasonication bath and
transferred to an electron microscope (Merlin Gemini II, Carl Zeiss, Germany) for
imaging.
Static immersion degradation testing was performed in order to analyse the ion
release in sterile ﬁltered Hank’s solution, as described in Table 3, over a period of
14 days. The solutions were sterilised using a 0.22 mm Sterivex ﬁlter (Merck Milli-
pore, USA). 100 mL of each solution was then placed in a sterilised 100 mL media
bottle.
Coupons were cut from non-cold worked (FMC00), 10% cold-worked (FMC10) and
20% cold-worked (FMC20) steel to a 20 mm  10 mm rectangle. The samples were
ground to a ﬁnish of P1200 using Metprep silicon carbide grinding paper and stored
in a desiccated environment until the start of the test. Eighteen samples were pre-
pared in total; three for each deformation condition tested in each medium. Just
before the test, the samples were weighed using a weighing balance (404A, Precisa,
Switzerland) and then tied with a piece of nylon cord. The whole assembly was dip-
ped in ethanol (70%) for one minute and suspended in the Hank’s solution ﬁlled me-
dia bottle, at the approximate centre of the liquid volume. The bottles were then
capped with a modiﬁed cap assembly, which included a 0.45 mm syringe ﬁlter
(Sigma Aldrich, International) in order to allow gaseous exchange within the CO2on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
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which was maintained at 6 vol.% CO2 and 37 C.
After the 14 day period had elapsed, each of the samples were brought out of the
media and the nylon string was discarded. The samples were then dried and weighed
on a weighing balance (404A, Precisa, Switzerland) and were subsequently soni-
cated in 70% ethanol for 15 minutes. The samples were then dried and
re-weighed. The sonication and weighing procedure was repeated n times until
the weight recorded at time n-1 was equal to the weight at time n.
The samples were then transferred to an electron microscope for surface imaging and
electron dispersive spectroscopy (EDS) map analysis. In order to reveal the thickness
of the surface degraded layer corrosion scale by cross-section analysis of the samples
by SEM, the samples were mounted on an aluminium taper section angle (Struers,
Denmark), and the assembly was mounted in Metprep cold mount resin and ground
to P4000.
The AAS was performed to assess Fe and Mn release from the alloy, and 9 mL sam-
ples from each electrolyte were extracted from each media bottle, and were centri-
fuged at 3000 rpm for 10 minutes. The supernatant solution was then transferred
to three separate glass vials with a volume of 3 mL per vial (giving a total of 54
vials). The vials were then placed in a crystalliser and Bain-Marie heated using
paraﬃn wax to a temperature of 90 C. At this point, 3 mL of HNO3 (trace metal
grade, Sigma Aldrich, International) was added to each vial and the mixtures were
stirred well. The bath temperature was then raised to 115 C and was allowed to
retain that temperature, causing 3 mL of the solution to evaporate until a total of
3 mL of each solution remained in the vial. At this point, the vials were extracted
from the crystalliser and allowed to cool at room temperature. Each vial was then
topped up by 600 mL of deionized water and 900 mL of 30% H2O2 (trace metal grade,
Sigma Aldrich, International). The vials were once again transferred to the crystal-
liser and heated to a temperature of 115 C until the excitement phase appeared.
Once again, the solution was allowed to evaporate until 3 mL of the solution was
left in each vial. The solution was then aspirated to an atomic absorption spectro-
scope (Model 3110, Perkin Elmer, USA), in order to obtain readings of the concen-
tration of iron and manganese in the solution.2.5. Cytocompatibility testing by potentiostatic elution
All samples were ground and polished to a ﬁnish of 1 mm polycrystalline polishing
suspension. An as-received sample was then mounted on a three-electrode setup
connected to a potentiostat (Reference 1000, Gamry, USA) exposing an area of
0.51 cm2. A 50 mL sample of Phosphate buﬀered saline (PBS) solution (Table 3)
was then poured into the vessel, and potentiostatic testing was performed at aon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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solution, including debris, was poured into a 50 mL centrifuge tube and stored for
use in a cytocompatibility testing scenario. The experiment was repeated until three
repeatable plots were obtained.
All the repeats of the solutions obtained from the potentiostatic elution testing were
transferred to an autoclave (Boxer, Ireland) and were sterilised. A measure of 6 mL
of each elution from the potentiostatic testing was then split into two 3 mL aliquots
and labelled ‘Complete’ and ‘Supernatant’. One of the aliquots was transferred to a
centrifuge (Eppendorf, Germany) and spun at 3000 rpm for 20 minutes. The super-
natant was then decanted into another centrifuge tube and re-labelled ‘Supernatant’.
A measure of 300 mL of FBS and 3 mL of Penecillin Streptomycin (Sigma Aldrich,
International) was then added to each solution and to two 3 mL aliquots of sterile
PBS solution.
For the cytocompatibility tests, the outer wells of 8 white 96 well plates (Thermo-
Fischer Scientiﬁc, International) were pipetted with 200 mL of sterile water. The
remainder of the wells were then pipetted with 100 mL of cell suspension per well at
a concentration of 25,000 cells/mL. The cell line chosen was an hFOB 1.19 cell
line, representative of the osteoblast cells present in the in vivo application scenario
of the ﬁnal product. Four well plates were labelled ‘Complete’ and with days 1e4.
Another four white well plates were labelled ‘Supernatant’ and with days 1e4. The
well plates were then transferred to an incubator (Leec, UK) operated at 37 C and 6
vol.% CO2 and left there for 24 hours in order for the cells to attach to the well. A
100 mL measure of each ‘Complete’ and ‘Supernatant’ solution, along with the PBS
solution as a non-toxic negative control, was then added in triplicate to each well plate
labelled ‘Complete’ and ‘Supernatant’, respectively. Three wells were then also plated
with 100 mL of 20% di-methyl sulfoxide (DMSO) (Sigma Aldrich, International) solu-
tion as a toxic positive control. The plateswere then transferred back into the incubator.
After 24, 48, 72 and 96 hours, one white ‘Complete’ well plate and one white ‘Su-
pernatant’ well plate were removed from the incubator and allowed to cool to room
temperature. A measure of 100 mL of the solution of every well was removed and
replaced with an equal volume of Cell Titre Glow II (Promega, USA). The well
plates were then transferred to a Thermomixer Comfort plate shaker (Eppendorf,
Germany) and were shaken at 400 rpm for 3 minutes. The plates were then allowed
to rest for 10 minutes in a dark container and were subsequently transferred to a
Mithras LB940 (Berthold, Germany) ﬂuorescence reader. The ﬂuorescence was
then read at 485e500 nmEx/520-530 nmEm and recorded.
A calibration curve was also generated by using a similar white 96 well plate and
adding 100 mL of 400,000 cells/mL, 200,000 cells/mL, 100,000 cells/mL, 50,000
cells/mL, 25,000 cells/mL and 0 cells/mL. These were plated in six wells each
and allowed to adhere for 9 hours. After the 9 hours had elapsed, an equal volumeon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
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plates were then transferred to a Themomixer Comfort plate shaker (Eppendorf, Ger-
many) and were shaken at 400 rpm for 3 minutes. The plates were then allowed to
rest for 10 minutes in a dark container and were subsequently transferred to a Mithras
LB940 (Berthold, Germany) ﬂuorescence reader. The ﬂuorescence was then read
and recorded at 485e500 nmEx/520-530 nmEm.3. Results
3.1. Microstructural characterisation
X-ray diﬀraction patterns for samples cold worked to 0% (FMC00), 10% (FMC10)
and 20% (FMC20) can be seen in Fig. 2 and the only phase present was austenite
(FCC). The diﬀractograms also showed that with increasing percentage cold
work, the intensity of the (111), (200), (311) and (222) peaks dropped while the
(220) peak intensity increased.Fig. 2. Diﬀractogram of as-received (FMC00), 10% (FMC10) and 20% (FMC20) cold rolled Fe-13Mn-
1.2C.
on.2018.e00926
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When considering the results in Table 4, all values of Young’s modulus obtained are
within error, averaging out at approximately 164 GPa. The trend for 0.2 % proof
strength shows a quasi-linear increase as the amount of cold work increases, present-
ing signiﬁcant increases in proof strength as the percentage cold work increases.
Apart from the result for FMC00 the average proof strength obtained when testing
type ‘B’ samples (Fig. 1) is always greater than the average proof strength of type
‘A’ samples. Both these proof strength values are, however, within error and are
therefore not statistically diﬀerent. The ultimate tensile strength (UTS) of the sam-
ples was seen to increase with increasing the cold work deformation percentage.
No diﬀerence was observed in the ultimate tensile strength of both type ‘A’ and
‘B’ samples, as shown by the p-value results in Table 5, which are all greater
than the threshold value of p ¼ 0.05. The hardness of the samples increased as
the percentage cold work deformation increased. The strain at break of each of
the samples decreased as the percentage cold work increased from an average of
approximately 60% strain for FMC00 down to an average of approximately 30%
strain for FMC20, with no diﬀerences being recorded between type ‘A’ and type
‘B’ samples with the same amount of plastic deformation.
3.3. Electron backscatter diﬀraction
EBSD inverse pole ﬁgure (IPF) maps, presented in Fig. 3, show that as the cold work
percentage increased, the amount of diﬀerent textures inside a grain or crystallo-
graphic domain (micro-texture) also increased. When considering non-cold rolled
samples, each grain had almost no variation in the micro-texture. On the other
hand, at the higher cold work percentages, there was a clear development of a
wide range of diﬀerent crystallographic orientations within the same grain. PlasticTable 4. Mechanical properties of FMC00, FMC10, and FMC20 both for type
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Table 5. p-values from KruskaleWallis testing of several mechanical parameters
where p-values>0.05 implies that no diﬀerence can be observed between the two
datasets being compared.
FMC00 type ‘A’
compared to type ‘B’
FMC10 type ‘A’
compared to type ‘B’
FMC20 type ‘A’
compared to type ‘B’
Young’s Modulus 0.564 0.297 0.917
0.2% Proof 0.083 0.180 0.117
UTS 0.248 0.297 0.917
Strain at break 1.000 0.845 0.173
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crease in the grain average misorientation (Fig. 4).
From the IPF maps of the surface ‘B’, the grains were observed to become more
elongated as the percentage cold work increased. Almost no grain elongation was
observed when considering the IPF maps from surface ‘A’, regardless of the percent-
age of the cold work deformation. This is reﬂected in the grain size data for each of
the maps in Table 6, which shows that the grain size remained constant for the maps
of the grains on surface ‘A’, whilst the average grain size for surface ‘B’ decreased as
the amount of plastic deformation increased.3.4. Potentiodynamic testing
When exposed to HS and HS þ BSA; FMC00, FMC10 and FMC20 exhibited an
open circuit potential value of approximately -715  10 mV (Fig. 5). A similar po-
tentiodynamic trend was observed for all the studied conditions (Fig. 5) such that the
current density recorded for each of the conditions was similar. A lack of diﬀerence
was also observed between the corrosion rate recorded from FMC00, FMC10 and
FMC20 when exposed to HS and HS þ BSA (Fig. 6, Table 7). This was conﬁrmed
using KruskaleWallis analysis (Table 8), in which the p-values do not fall below the
threshold value of 0.05.
No diﬀerence in morphology was found for FMC00, FMC10 and FMC20 after po-
tentiodynamic corrosion testing in HS (Fig. 7). The morphology presented is repre-
sentative of uniform corrosion occurring on each of the surfaces.3.5. Static immersion degradation testing (SIDT)
Immersion testing for 14 days in HS showed that, on average, the corrosion rate for
all the investigated conditions (FMC00, FMC10 and FMC20) lies at 13 mm/year
(Fig. 8). The corrosion rate recorded from the same conditions in HS þ BSA was
observed to lie at approximately 6 mm/year (Fig. 8). When characterising the thick-
ness of the oxide on the surface, it is clear from Fig. 9 that as the percentage coldon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 3. Electron backscatter diﬀraction (EBSD) inverse pole ﬁgure (IPF) maps for FMC00, FMC10 and
FMC20 scanned from surface ‘A’ (‘parallel’) and surface ‘B’ (‘normal’). Grain boundaries highlight, solely,
high angle grain boundaries with angles greater than 15. Each map represents an area of 220  220 mm2.
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and HS þ BSA (Fig. 9).
Fig. 10 displays the elemental maps obtained by EDS of the surface. The maps are
evidence that, when exposed to HS, the corrosion products present on the surface ofon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 4. Electron backscatter diﬀraction (EBSD) grain average misorientation (GAM) maps for FMC00,
FMC10 and FMC20 scanned from surface ‘A’ (‘parallel’) and surface ‘B’ (‘normal’). Grain boundaries
highlight, solely, high angle grain boundaries with angles greater than 15. Colour bar represents variation
in colour for misorientation angles between 0 and 5. Each map represents an area of 220  220 mm2.
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sent on the surface of the FMC00, FMC10 and FMC20, exposed to HS þ BSA, are
rich in phosphorous as signiﬁed by the bright blue spots present on the map of the
area in Fig. 10.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Table 6. Table showing grain size average in the planes parallel and normal to the
plane of the rolling direction from electron backscatter diﬀraction scans. Errors
are representative of the standard error.
Surface ‘A’ (mm) Surface ‘B’ (mm)
FMC00 27.26  1.30 24.60  1.16
FMC10 28.40  1.41 22.39  1.32
FMC20 28.62  1.36 19.02  1.05
Fig. 5. Representative potentiodynamic plots of n ¼ 5 samples for each cold work condition (0%, 10%
and 20%), in diﬀerent electrolytes - Hank’s Solution (HS) and Hank’s Solution with 0.1% bovine serum
albumin (HS þ BSA).
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Fe in the Hank’s solution obtained from FMC00 and FMC10 cold work conditions
was in the region of 20 ppme50 ppm. The corresponding Mn concentration lies in
the region of 12 ppme15 ppm. The Fe and Mn concentrations obtained from
FMC20 are lower, lying at approximately 15 ppm and 11 ppm respectively. For
HS þ BSA the concentrations of Fe and Mn in solution for all conditions, i.e.
FMC00, FMC10 and FMC20 are around 4 ppm.3.6. Potentiostatic elution
The results from potentiostatic elution (Fig. 12) show that there is no diﬀerence in
the current density recorded when FMC00, FMC10 and FMC20 were exposed to
an anodic potential of -500 mV/SCE with PBS solution as an electrolyte. Analogouson.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 6. Corrosion rate of n ¼ 5 samples for each cold work condition (0%, 10% and 20%), in diﬀerent
electrolytes - Hank’s Solution (HS) and Hank’s Solution with 0.1% bovine serum albumin (HS þ BSA).
Box plots show ﬁrst second and third quartile of the data as well as whiskers showing the total range of
the data.
Table 7. Corrosion current density (icorr) and open circuit potential voltage (OCP)
for as received, 10% cold worked and 20% cold worked Fe-13Mn-1.2C samples
in both Hank’s solution (HS) and Hank’s solution with 0.1% bovine serum al-
bumin addition (HSþ BSA). Errors are representative of standard error for n¼ 5
samples.
Cold work condition Electrolyte solution icorr (310
8) Calculated corrosion rate Ecorr
A/cm2 mm/year mV/SCE
FMC00 HS 110  9 13  1 706  44
HS þ BSA 107  12 13  1 720  6
FMC10 HS 111  9 15  1 713  14
HS þ BSA 114  4 13  1 725  8
FMC20 HS 120  11 14  1 708  37
HS þ BSA 103  5 12  1 715  3
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mV/SCE in the same solution.
The mass of metal lost from the coupon over 3600 s was calculated from Faraday’s
Law [26, 27] and plotted in Fig. 13. It was deduced that, when exposed to the sameon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Table 8. p-values from KruskaleWallis testing of corrosion rate from poten-
tiodynamic data where p-values>0.05 implies that no diﬀerence can be observed
between the two datasets being compared.
FMC00 HS FMC10 HS FMC20 HS FMC00 HS D BSA FMC10 HS D BSA
FMC10 HS 0.949
FMC20 HS 0.277 0.225
FMC00 HS þ BSA 0.706 0.850 0.186
FMC10 HS þ BSA 0.291 0.806 0.685 0.624
FMC20 HS þ BSA 0.935 0.465 0.223 0.807 0.117
Fig. 7. SEM micrographs showing (a) FMC00, (b) FMC10 and (c) FMC20 surfaces after exposure to
potentiodynamic testing in HS and subsequent rinsing and sonication in ethanol. SEM micrographs
for the same samples tested in HS þ BSA are not shown due to the inability to remove the BSA residue
prior to imaging.
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for FMC00, FMC10 and FMC20.3.7. Cytocompatibility
The results displayed in Fig. 14(a) and (b) were obtained from similar solutions.
However, whereas Fig. 14(b) represents the results of the osteoblasts exposed toon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 8. Plot of corrosion rate for diﬀerent percentages of cold work in HS and HS þ BSA addition after a
14 day immersion experiment for n ¼ 3 samples per condition.
Fig. 9. Scanning electron microscopy in-lens images of oxide layer developed on the surface of (a), (d)
FMC00 (b), (e) FMC10 and (c), (f) FMC20 cold worked samples after exposure to static elution in (a),
(b), (c) HS and (d), (e), (f) HS þ BSA. The oxide layer is marked with a dotted line and the thickness of
the oxide ﬁlm is magniﬁed by 5X due to the use of a taper section angle.
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Fig. 14(a) describes the results of the osteoblasts exposed solely to the supernatant
solution after centrifugation, thus being completely free of particles. The latter re-
sults are representative of osteoblast response to the Fe and Mn ionic content of
the corrosion electrolyte.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 10. EDS maps of the surface showing concentration of manganese (yellow) and phosphorous (blue)
for a plastically deformed Fe-13Mn-1.2C respectively for (a), (d) FMC00, (b), (e) FMC10, (c), (f)
FMC20 and exposed to (a), (b), (c) HS and (d), (e), (f) HS þ BSA after immersion testing for 14
days. Each scanned area represents an area of 225 mm  175 mm.
Fig. 11. Atomic absorption spectroscopy results for (a) Fe and (b) Mn from supernatant solutions of
FMC00, FMC10, and FMC20 exposed to HS and HS þ BSA.
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Fig. 12. Representative plots of potentiostatic elution tests on Fe-13Mn-1.2C steel at diﬀerent percent-
ages of cold work deformation at -500 mV/SCE and -200 mV/SCE for 3600 s in PBS. Each plot is repre-
sentative of three similar repeats.
Fig. 13. Weight of eluted metal for potentiostatic elution data for diﬀerent percetage of cold working
deformation at -500 mV/SCE and -200 mV/SCE for 3600 s in phosphate buﬀered saline. Each plot is
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show that the number of cells increased exponentially with time over the four
days of testing in all the solutions. However, none of the solutions reached the num-
ber of cells presented by the control PBS solution. When exposed to the complete
representative of n ¼ 3 repeats.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
Fig. 14. Number of cells in well after exposure to (a) centrifuged supernatent elutions and (b) complete
corrosion solutions from FMC00, FMC10 and FMC20 exposed to PBS at a potential of -200 mV/SCE
and -500 mV/SCE. Errors are calculated as standard error for n ¼ 9 samples.
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ber, such that after one day, only 20% of the original number remained. This level
was maintained until day 4.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
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4.1. Eﬀect of deformation on the mechanical properties of the Fe-
13Mn-1.2C
The alloy presented in this study (Table 1) falls within the parameters set out by De
Cooneman et al. [28] who state that the alloy content of twinning induced plasticity
(TWIP) steels is typically 15e30% Mn, 0e1% C, 0e3 % Al, and 0e3 % Si. The
same authors show that for a similar TWIP steel with a composition of Fe-18%
Mn-0.6%C-1.5%Al, the Young’s modulus lies at approximately 180 GPa, which
is similar to the Young’s modulus obtained for the Fe-13Mn-1.2C steel in this study
(Table 4). Kim et al. [29] show that the same steel requires cold work of approxi-
mately 4.5%e5.5% in order to start producing twinning defects. This corresponds
with the fact that in the present study, cold working to 10% plastic deformation,
caused twin development in the material, which increased as the percentage defor-
mation was increased beyond 10% (Fig. 3).
The twinning formation mechanism was accompanied by an increase in proof
strength (0.2%) and the ultimate tensile strength (Table 4). This is in agreement
with the work of Asgari et al. [30], who suggested that a mechanism of dislocation
glide and deformation twinning caused strain hardening in TWIP steels, and thus an
increase in ultimate tensile strength, since hardness has a direct relationship with ten-
sile strength as suggested by Zhang et al. [31]. The increase in hardness and tensile
strength (Table 4) coincides with an increase in grain average misorientation as the
percentage deformation increases (Fig. 4) e grain average misorientation and hard-
ness are known to be highly correlated [32].4.2. The eﬀect of deformation on the degradation of Fe-13Mn-
1.2C steel
The potentiodynamic curves, as well as the static immersion results (Figs. 5 and 8),
show that there is no diﬀerence in the degradation rate between FMC00, FMC10 and
FMC20 in HS or HS þ BSA. However, it must be noted that errors might have been
present due to the sample exposure area used in this study, which might not have
been optimal for measurements on the studied alloy. This might have caused the re-
sults to fall within the readability error when considering the setup and the equip-
ment employed.
The absence of diﬀerence in the corrosion rate between the diﬀerent conditions is
reﬂected by the unchanged morphology of the degraded surfaces in Fig. 7. This
result is due to the protection oﬀered by the degradation product layer formed on
the surface of the coupon, which might have stalled further corrosion, as also
described by Feng et al. [33]. This outcome may also be related to the fact that
the grain size at the surface of the material remained constant with the changingon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
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(grain boundary density) at the surface did not change. Since corrosion rates are
known to be aﬀected by grain boundary length in ferrous alloys [34], an absence
of change in the grain boundary length equates to a constant corrosion rate from
the ferrous alloy. Yet another signiﬁcant fact to be considered is that FMC00,
FMC10 and FMC20 conditions were found to be fully austenitic, showing that
cold working did not induce any new phases in the alloy. From literature, one of
the major causes of corrosion rate increase is the presence of diﬀerent phases within
the same material, which causes micro galvanic corrosion, which, in turn, causes Fe-
10Mn alloys to have a much higher corrosion rate compared to the other single phase
alloys [9]. The fact that all alloy conditions are composed of a single homogeneous
phase thus renders the alloy unsusceptible to this corrosion mechanism.
Although internal stresses are known to increase the corrosion rate of iron based al-
loys [34], observations made on similar single phase austenitic FeMn alloys with
20% thickness reduction showed nearly no change in the corrosion rate [9]. This
agrees with the results from potentiodynamic testing, static immersion degradation
test and potentiostatic test performed in this study and is attributed to the fact that
twinning, in part, relieves internal stresses present when deforming the material
through cold rolling [35].
When considering the thickness of the corrosion product layer left after immersion
corrosion on the surface (Fig. 9), it was seen that the thickness of the corrosion prod-
uct layer decreased when increasing the percentage of cold work, the corrosion prod-
uct layer was determined to be composed mainly of oxides as determined by EDS.
Thus, as the residual stress in the sample increased, as suggested by the hardness re-
sults (Table 4), a thinner oxide coating remained on the surface. The reason for this
thinning might be related to the adhesion of the oxide onto the surface of the sub-
strate material. The stresses in the deformed substrate exceeded the fracture surface
energy of the oxide at any higher thickness and thus led the oxide to fail due to
delamination and/or brittle fractures. This reduced the amount of oxide remaining
on the surface, which resulted in a thinner oxide ﬁlm [36, 37].
Fig. 11 demonstrates that, both in HS and in HS þ BSA, the number of Mn ions
measured in solution is much lower than the number of Fe ions. This is probably
due to: (1) the original lower concentration of Mn in the Fe-13Mn-1.2C alloy and
(2) the fact that many of the Mn ions released into the solution reacted with carbonate
species to form a MnCO3 layer on the surface of the alloy [2] with the enthalpy of
formation of FeCO3 and MnCO3 being higher for MnCO3, thus favouring formation
of the latter species [38]. This strips the solution from free Mn ions, since MnCO3 is
insoluble [2] and leads to lower readings of Mn in solution because the solid partic-
ulates would have been centrifuged out of the solution being analysed.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
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1.2C
Potentiodynamic data (Figs. 5 and 6) showed no diﬀerence between the corrosion
rates in Hank’s solution with or without the addition of the bovine serum albumin
(BSA). On the other hand, the weight loss in HS þ BSA (Fig. 8) was seen to halve
across all the percentage cold work deformation conditions when exposed to static
immersion degradation tests. The result is also reﬂected in the AAS results of the
supernatant solution (Fig. 11).
The decreased corrosion rate in HS þ BSA, during the static immersion degradation
tests was due to several factors. The presence of a bioﬁlm developing on the surface
due to protein additions [39] may have caused the elution of ions from the surface of
the alloy to decrease. This may have been caused by the inability of the dissolved
oxygen to reach the surface in the presence of the bioﬁlm, thereby starving the
cathodic part of the reaction [40, 41, 42, 43], which, in turn, would have led to a
deceleration of the anodic reaction, leading to a reduction in metal ion dissolution.
Additionally, the deposition of insoluble iron phosphate compounds on the surface
of the metal (Fig. 10) may have prevented dissolution of the metallic ions into the
electrolyte, acting as a barrier to further corrosion. This is in agreement with the the-
ory presented by Lewis et al. [44] who stated that the presence of phosphate species
on the surface create a barrier to charge transfer. These insoluble phosphate salts
were present in reduced quantities on the surface of the metal exposed to Hank’s so-
lution without the addition of BSA, and thus the eﬀect was less pronounced.
The absence of diﬀerence (KruskaleWallis, p < 0.05) observed between the two
conditions (with and without protein) when tested in a potentiodynamic setup is
likely to be a result of the anodic potential at the surface, which promotes compet-
itive adsorption [45]. The albumin molecules binding to the ions on the surface al-
lows them to transport the metal ions away from the solution surface interface,
eﬀectively breaking the bioﬁlm, resulting in a higher release of ions into the electro-
lyte [45]. This is therefore counter to the eﬀect that proteins have on the cathodic
reaction, and may thus cause the eﬀects to nullify each other.4.4. Eﬀect of cold work on the cytocompatibility of corrosion
products
The in vitro cytocompatibility results assessing the corrosion products of Fe-13Mn-
1.2C (Fig. 14 (a) and (b)) show that the responses of human foetal osteoblasts (hFOB
1.19) to elutions from metals deformed to diﬀerent percentages of cold work are
similar.
When exposed to the ionic content of the elution (with particles removed), the cells
increased in number with time, such that by day 4, the cell number reached a value ofon.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
26 https://doi.org/10.1016/j.heliy
2405-8440/ 2018 The Auth
(http://creativecommons.org/li
Article Nowe00926approximately 20,000 cells/well (Fig. 14(a)). The trend was found to be similar to
that presented by the cells when exposed to the control PBS solution, even though
the reading for the number of cells at day 4 for the latter solution was far higher than
the reading for the number of cells for the test solutions on the same day. This im-
plies that although the test solutions were not cytotoxic, a reduction in the cell num-
ber rate was recorded when considering all the elutions from diﬀerent percentage
cold work deformation samples. The eﬀect is due to the signiﬁcant amount of
ions eluted into the solution giving a total ionic concentration of 22.6 mg/L. If the
ratio of the mass of ions released into the solution follows the ratio of ions present
in the alloy, the concentration of Fe ions in the solution would lie at 19.4 mg/L,
which is just above the IC50 value of 18.4 mg/L quoted in literature for iron ions
MC3T3 osteoblasts [46].
The number of live cells decreased when the human foetal osteoblasts were exposed
to solutions containing the 80 9 mm particles as shown in Fig. 14(b). On day 1, the
ﬂuorescence recorded from the wells exposed to the latter solutions was similar to
that recorded from the wells exposed to solutions without the 80  9 mm particles,
thus proving that the presence of particles did not attenuate the ﬂuorescence signal.
Each solution exhibited a drop of approximately 80% of the initial cell number by
day 2. This signiﬁes that when particles are present within the plated solution, a
diﬀerent response is recorded by the cells, such that the solutions could be consid-
ered cytotoxic within this speciﬁc in vitro scenario. This result is in agreement with
the results from literature, which show that as the concentration of powder of a
similar iron manganese alloy in solution increases, the metabolic activity decreases,
thus proving to be cytotoxic to the cells [1]. This happens regardless of the percent-
age deformation of the metal from which the elution was obtained.4.5. The joint eﬀect of corrosion response and mechanical
properties on Fe-13Mn-1.2C for stenting and scaﬀolding
applications
Two factors allow the cold worked alloy to be considered as an improvement of the
currently proposed systems for stenting and scaﬀolding applications: (1) The
improved mechanical properties of the cold-worked specimen, including hardness,
proof strength and ultimate tensile strength (Table 4), mean that for the same sup-
ported load, a smaller volume of Fe-13Mn-1.2C steel needs to be used, (2) As the
cold working deformation increases, no diﬀerence (KruskaleWallis, p < 0.05) is
observed in the corrosion rate of the Fe-13Mn-1.2C steel as presented in Figs. 5,
6, 8 and 12. This implies that although the corrosion rate did not increase, for the
same application, less material was need to be degraded in vivo. This is also aided
by the fact that a decreased volume gives a larger surface area to the volume ratio,
which aids in accelerating the overall degradation process.on.2018.e00926
ors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license
censes/by-nc-nd/4.0/).
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scaﬀold/stent would be reduced since there is a lower volume of material to be
degraded by the body. This is a desirable property, since the current concerns in liter-
ature are related to the long durations of scaﬀold and stent degradation when consid-
ering Fe-Mn-based metals [14, 47].5. Conclusions
The hypothesis, that cold rolling applied to an Fe-13Mn-1.2C alloy may decrease the
degradation time frame of the parent non-cold rolled alloy whilst retaining its cyto-
compatibility has been conﬁrmed when considering the particle-free potentiostatic
elutions. The corrosion rate of the parent alloy was retained whilst the mechanical
properties were improved. The amelioration of the mechanical properties were found
to be due to grain elongation normal to the rolling plane and the increased grain
average misorientation, both parallel and normal to the rolling direction. Thus,
due to the fact that reduced volumes of material can be used in order to support
an equivalent load, the overall timeframe for corrosion was reduced. This is whilst
the cytocompatibility of the alloys was retained, which showed cell growth
throughout the in vitro experimental procedure. Nevertheless, when considering par-
ticulate bearing elutions, the cytocompatibility result was overturned such that the
corrosion products released by the alloy is considered cytotoxic.
The BSA additions decreased the overall corrosion of the Fe-13Mn-1.2C at any cold
work percentage tested when used in physiological solutions. No eﬀect was recorded
when BSA was used with the electrolyte in a potentiodynamic testing regime. This
result shows that subsequent work should employ protein-bearing solutions, which,
closely represent the in vivo scenario more accurately.Declarations
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